[Medical technological equipment for correction of impaired homeostasis in humans].
The paper considers how to correct impaired human homeostasis and to maintain it at an adequate level, describes some correction methods, such as an original method of intracorporeal detoxification and technical means for the use of these methods, including a perfusion roller pump that has better operating characteristics.